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Conclusions: A complementary dual-modality verification 
was applied on 8 lung and 3 liver cancer patients treated 
with RTTT. BEV-TE95 between an independent EPID and XRlog 
were consistent (intra- and inter-fraction differences were 
not significant) to guarantee an adequate treatment when 
using a 5 mm PTV margin. 
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Purpose/Objective: Despite continuous efforts, intra-fraction 
tumor motion management remains a rather unsolved issue in 
radiooncology. Real-time tumor tracking or monitoring 
motion during patient irradiation can help to increase 
accuracy of dose delivery, to improve OAR sparing, to target 
the tumor with time variable fluence pattern, or as QA 
procedure.  
Motivated by enormous progress in imaging capabilities and 
computing power, purely intensity based image registration 
has shown very good results for tumor tracking. Despite that, 
research is often based on custom built software solutions 
with high development times with researchers focusing less 
on actual studies. We have developed a software suite aiming 
at IGRT research, specifically for intra-fractional tumor 
motion management. The software can be used as an easy 
platform for performing retrospective patient studies or for 
performing own developments. 
Materials and Methods: FLIRT is an open source software 
suite, freely available to researchers, written in C++ using 
the Qt framework and implementing GPU optimizations using 
CUDA. The design principle focused on high performance, 
flexibility and usability. The core of FLIRT is the intensity 
based 2D/3D registration approach. It is an optimization 
procedure, registering DRRs generated from 3D volumes into 
x-rays acquired from a LINAC. Similarity between the DRRs 
and x-rays is measured through a merit function. An 
optimizer searches for the spatial transform generating the 
DRR which is most similar to the x-ray. 
Results: FLIRT is able to perform 6 DOF registration with 
frame-rates up to 12Hz, depending on the image parameters. 
The geometry of the imaging system can be configured in a 
flexible manner. It is possible to use 4 different image 
similarity metrics, 3 optimizers and to define ROIs with 
arbitrary shape. The software allows for single registrations 
as well as image sequence (e.g. fluoroscopy) registration, 
with the possibility of programming individual parameters 
(initial guess, image intensity, ROIs) for each image. The 
resulting tumor position and rotation in 3D space, could be 
used to gate the LINAC if the tumor is outside a prescribed 
margin or shift the patient couch. Figure 1 shows a 
screenshot of the main registration interface. FLIRT was 
already used in different patient studies. In one study, the 
tumor positions extracted by registration were compared 
with marker positions implanted in the tumor. A sequence of 
fluoroscopy images was loaded in FLIRT and the markers were 
masked out by a ROI. The tumor position for each image was 
extracted by registration and the results were directly 
compared with the tumor position calculated from the 
markers. 
 
 
Conclusions: We have developed a software suite for use in 
image guided radiotherapy research. The software has the 
potential of enabling researchers to rapidly perform patient 
studies. In the future, the software will include a plug-in 
architecture for new algorithm development and a direct 
connection with a LINAC enabling real-time online studies to 
be performed.  
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Purpose/Objective: This study evaluated a number of 
commercial auto-segmentation algorithms and quantified 
their accuracy compared to inter-observer variability to 
identify their suitability for clinical use without or with 
minimal manual intervention. 
Materials and Methods: 12 head-and-neck (H&N) and 12 
prostate patient CT scans, delineated by experienced 
consultants for clinical use, were selected as gold-standard 
cases. Outlines for brain, brainstem, spinal cord, mandible, 
and parotids in H&N cases and bladder, prostate, rectum, 
seminal vesicles and femoral heads in prostate cases were 
automatically generated by several algorithms: 
- OnQ rts atlas-based segmentation (ABS); with user defined 
atlases 
- RayStation ABS; with user defined atlases 
- RayStation model-based segmentation (MBS) 
- Pinnacle smart probabilistic image contouring engine 
(SPICE) 
- MultiPlan AutoSegment semi-automatic MBS; requires user 
to manually define initialisation points (pelvis only) 
The datasets were also manually re-contoured by two 
additional observers (consultant, registrars or specialist 
radiographer) to quantify inter-observer variation. All 
contours were quantitatively compared against the reference 
contours using the mean distance to conformity (MDC) and 
DICE similarity coefficient (DSC): 
 
 
where VA is the evaluated volume and VR the reference 
volume. DSC can take values between 0 and 1 with 1 
revealing perfect overlap while 0 no overlap between the two 
contours. MDC is defined as the average distance that all 
outlying points in VA must be moved to achieve perfect 
conformity with VR and is measured in units of distance (i.e. 
mm). 
Results: Figure 1 shows representative examples of slice-wise 
MDC uncertainties observed in the H&N region. The evaluated 
algorithms performed better in structures with bony anatomy 
or high contrast to surrounding tissue (e.g. median MDC range 
of 1.4-1.7mm for spinal cord) and less well in soft tissue and 
low contrast regions (e.g. median MDC range of 2.8-3.5mm 
for parotids), with substantial errors occasionally observed 
(e.g. lowest decile MDC range of 6.0-14.6mm for parotids). In 
the male pelvis region MBS algorithms performed better than 
ABS algorithms as demonstrated by the mean DSC results in 
Table 1. Although some algorithms performed comparably 
with inter-observer variability in 90% of the examined CT 
slices, in both H&N and prostate anatomies, the input of an 
expert observer is still generally warranted. It should be 
noted that within the lowest decile (not shown in Fig. 1) all 
algorithms deviated substantially beyond the range of inter-
observer variability. 
 
 
 
 
Conclusions: The performance of the tested algorithms was 
inferior to inter-observer variability in both H&N and prostate 
anatomies, and would need evaluation and corrections before 
contours could be used clinically. Certain algorithms, 
however, exposed comparable uncertainties to inter-observer 
variability and would only require minor manual corrections. 
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Purpose/Objective: Stereotactic radiotherapy requires exact 
knowledge of the tumor position to achieve a high dose 
delivery to the treatment volume. Pancreatic tumors show a 
large breathing induced motion up to 3 cm or more. Different 
motion management strategies are available in order to 
obtain smaller treatment margins, for example abdominal 
compression or gated radiotherapy. In this study, we explore 
the effect of a custom abdominal corset on pancreatic tumor 
motion with cine MRI.  
Materials and Methods: Ten patients with unresectable 
pancreatic cancer scheduled for stereotactic radiotherapy 
were included in this study. For all patients, a custom 
abdominal corset was manufactured (Neofrakt®, Spronken 
Orthopedie NV, Genk, Belgium. Figure 1A). All patients were 
scanned twice on a 1.5T scanner (Achieva, Philips, Best, The 
Netherlands); once without the corset, and once with the 
corset in place. The corset was tightened to the patient in a 
way that it was tight but still reasonable comfortable. Each 
scan session included one sagittal and one coronal cine MRI 
scan with a T2/T1 weighted contrast (bSSFP) localised 
through the center of the tumor (Figure 1B). Image 
parameters: frame rate = 2 Hz, slice thickness = 7 mm, scan 
duration = 1 minute. Tumor tracking was performed with a 
Minimum Output Sum of Squared Error (MOSSE) adaptive 
correlation filter, which enables real-time tracking of a 
moving object. Motion in each direction was reported as the 
